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STATE PUBLIC HEALTH LABORATORY
BREATH ALCOROL PROGRAM

CERTY

MISSOURL DEPARTMENT OF HEALTH AND SENTOR SERVICES

INTOX EC/IR II MAINTENANCE REPORT

BRENTWDOD POLICE DPT PAGE B2/84

RECEIVED
By Carol Day at 2:00 pm, Nov 17, 2014
REBORT #3

Complete this report at Lhe Cime oF tha Yégular monthy,
daya). Complete thie report whensver the instrument ia
into service. Retain the original and send a copy withi

Y preventive mainfenange check (not Lo eRCaeA 3E

sarviced or repaired and whenever it is placed
#t 15 daye te the Breath Alcchol Program, DHES.

INTOX BC/IR T &N NAME OF AGENGY DATE OF m$?m—
12B16 BRENTWQOD POLTCE 11/14/2014

TIGCATION OF INATRUMENT (STREET FWe GITT) TIHE OF INBPECZION
272 HANLEY IND., CT. BRENTHOOD 02:58 CS8T

CHECKLIST: Plade & mark in Che Box by each ftem if found to Le satisfactory or 1g Qperabing within
established limits. (wxite in obaerved values where determined) . Unmarked items must be corregted
before uring instrumant.

[XJDIAGRUSTIC RECORD
" [ZJBLANK CHECK

TRICOZ CHRECK
FION CHECK
FCB CHECK
CRC COMP CHEQK
CRC CAL CHECK
PRINT TEGT

[RJETH CHECK
BREATH ANALYZER ACCURACY ETANDARDS
SIMULATOR SOLUTION

[:]CDMPRESSED KTHANOL~-GAE MIXTURE

STANDARD SUPFLIER REPCO MARKETING LOoT# 13002 EXP. DATE 067197301
SIMULATOR TEMF {34°C +0,2°C) SIMULATOR S/N SIMDLATOR EXP DATE

340C 4 /- o0

IEICALIBRATION CHECK =

Run three tests uging a standard solutisn.
and must have a spread of .00s or less.
used. {PRINTOUT ATTACHED)
0.10% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUYSIVE
Q-08% STANDARD - MUST READ BETWEEN 0,076% AND 0.084% INCLUSIVE
0.04% STANDARD - MUST READ BETWEEN 0.038% AND D.042% INCLUSIVE

8n2762 03/12/20158
{ONLY ONE STAWDARD I8 TO BE UBED PER MATNTENANCE REPORT)

All three tests must be within +5% of the standard value
Mark the box corresponding to the standard aolution being

TEST 1 '+ 0.095 g/210% TEST 2 *» ©0,09% g/210L
""—"—r'—_-a_“
INDICATE THE NUMBER OF BREATH TEATS IH THE FOLLOWIMG RANGES SINGE

TEST 3 v 0,09% g/210L
THE LAST MAINTENAWCE REPORY:

REFUBALS 0 0-.04 0 o

n o -+, - ) -3 A
SATISPACTORILY AND WiTHIN ESTABLISHED LIMITS (U438 OTHER Sibe

FRINT ¥ HAR

MORGAN, MATTHEW
TELEPATNE NUNOTR
{312 )644-7100

05/18/2016

RETURN COMPLRTED REPORT TO THE:

Breath Alcocho) Program, Missouri De

Southeast Distriok Office,
Mo 5RQ-209%

partment of Health and Senior Services,
28758 James Blvd, Poplar Bluff, MO 63901

AN BQUAL OPEORTUNITY/AFP ERMATLVE ACTION BMPLOYER
eervices provided on a nendineriminatory baaip

LAR 163


dayc
Received
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REPCO MARKETING Inc
A101188 STUNYBROOX DRIVE
RALEIGH, N.¢, 27804
D15.878.5280
CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 13002
EXPIRATION DATE: June 19,2015 at 11:59 p.m.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc, manufactured, tested and supplied Lot Number
13002 of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utilizing a gag chromatograph
and found to comtain 1217 gms/dl +-.003 gme/dl wt/vol ethanol (95%
Confidence).

The aleohol and distilled water used in the solution were found to be free of

any interferting substance,
This solution will produce a vapor alcohol value of ,100_+/-3% gms/210L
Breath when heated to 34 Degtees Celsius +/-0.2 Degrees Celsius in a simmlatar

(95% Confidence), ‘ :

The date of manufaeture for this Iot number is_  June 20, 2013
The expiration date for this lot number js June 19, 2015 at
11:59 p.m.

This document is » nge representz'én of the original Certificate of Analysis,

Cecil B. Garner, President
RepCo Matketing, Ine,

Form RM 02
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STATE OF MISSOURI
DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

-+« PERMIT
o TYPE II

MATTHEW L MORGAN

is hereby authorized to instruct and SUpervise operators, train Instructors, inspect, calibrate, perorm field service and repafrs,
and operate the following braath analyzer(a):

DATAMASTER

for the datamination of the aleoholic content of blood from a sample of expired air. Parmit issued under the provisions of sactions
577.020 through 577.041, RSMo and 308.111 through 306.119 RSMo.

————

10/17/2M3 L —
DIRECTOR OF S8TATE PUBLIG HEALTH LABORATORY

230228
NUMBER *%AO«_Q \_) &@LMQU#'
EXPIRES wlmonL;__ — picting diector ..
N RIREGTOR OF DEPARTMENT OF HEALTH AND ENIOR BERVICES
w

MO SBG-07F (8-10) LAB- (RS-10)

DATE

STATE OF MISSQURI
DEPARTMENT OF HEALTH AND EENIOR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

The Aamad carohoiiee 1 putharized fo CPArel gn Byitenlia) broath aicohol
ﬁm fhor tha defasmdialion of the HerhO conlant in Braath Rem or expked ai]

S T

Operator ~ MORGAN, MATTHEW
Permit No 230238
Dato [esued 10/97/20%3  Data Expires 10/173015




